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Abstract 
Terahertz (THz) in vivo reflection imaging can be used to assess the water content of the surface of the skin. This study 
presents the results of treating 20 subjects with aqueous, anhydrous and water-oil emulsion samples and observing the 
changes induced in the skin using THz imaging. These regions were also measured with a corneometer, the present gold 
standard for skin hydration assessment within the cosmetics industry. We find that THz imaging is effective at observing the 
presence of oil and water on the surface of the skin, these results can be verified with the measurements of capacitance taken 
by the corneometer. The THz measurements reveal a distinction between the responses of subjects with initially dry or well 
hydrated skin, this observation is particularly noticeable with the oil-based samples. Additionally, moderate correlation was 
found between the THz reflected amplitude and capacitance of untreated skin with a correlation coefficient of r = -0.66, 
suggesting THz imaging has promising potential for assessing skin hydration. 
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1. Introduction 
Terahertz time-domain spectroscopy (THz TDS) is being 
studied in the context of an increasing number of biomedical 
applications, as its strong sensitivity to water and non-ionizing 
nature make it desirable for use in studying living tissues [1]. 
Successful in vivo studies have been performed including the 
diagnosis of diabetic foot syndrome [2], evaluating the healing 
process of scars [3], studying the efficacy of silicone gel 
treatments to rehydrate damaged skin [4], and assessing 
corneal hydration [5]. Additionally, ex vivo studies have 
shown promising results with potential for: cancer 
diagnosis  [6] [7] [8]; quantifying the effect of different 
approaches to transdermal drug delivery [9]; and looking at 
the interactions of different moisturiser ingredients with the 
skin [10]. 
These aforementioned applications are possible due to the 
sensitivity of THz light to water caused by the high absorption 
coefficient of water at THz frequencies [11]. This is, however, 
a double-edged sword as the high absorption also limits the 
penetration depth in living tissues. This restricts many in vivo 
studies at present to studying areas such as the skin or the eye, 
which can be accessed using a THz reflection system without 
passing through other regions of high water content.  
An additional consequence of the sensitivity of THz light 
to water content is that subtle changes in the skin can alter the 
THz response. For example, it has been shown that occlusion 
of the skin prevents natural water loss, causing water to build 
up in the stratum corneum (SC) altering the hydration 
profile [12]. Also, variations in the contact pressure between 
the skin and a surface change the compression of the tissue 
and affect the THz response [13]. Studies have also shown that 
circadian rhythms can affect the skin barrier function [14]. As 
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understanding of these effects increases, experimental 
protocols and processing techniques can be developed to 
reduce and remove their influence on the results, making it 
possible to obtain repeatable results that are comparable 
between different subjects [15]. 
Lindley-Hatcher et al. developed a robust protocol which 
can be used to obtain repeatable results for the THz response 
of skin following treatment with a commercially available 
moisturiser on a single subject. In order to further verify the 
application of THz imaging to in vivo hydration assessment it 
is necessary to compare the results to an alternative technique. 
The corneometer is an accepted gold standard for quantifying 
the effect of different skin treatments on the SC 
hydration [16]. According to the web of science there have 
been 287 publications referring to the corneometer produced 
between 1987 and 2020; many of these use the measurements 
to demonstrate the efficacy of the new sample or a new device 
for skin measurements. 
In order to offer a thorough comparison of the two devices, 
three common moisturiser components are tested on 20 
subjects and the changes in the reflected THz signal and skin 
capacitance are compared. This is the first comprehensive 
comparison of in vivo THz imaging of the skin with 
capacitance skin measurements and makes it possible to assess 
the ability of THz imaging to diagnose the state of the SC 
hydration.  
It has previously been demonstrated that THz 
measurements of the skin have the potential to provide more 
quantitative information about the hydration profile of the skin 
than can be obtained by a corneometer [17]. Additionally, 
there are known weaknesses of the corneometer including its 
lack of specificity to skin water content and the limited ability 
to link the measured result to changes in the skin both of which 
we anticipate THz sensing will be able to overcome. 
Furthermore, the cost and size of THz systems are decreasing 
and we envisage THz sensing will become affordable for 
many future applications including high precision diagnosis 
and evaluation of skin conditions leading to the prescription 
of more effective treatment options. 
2. Theory 
2.1 Techniques to Study Human Skin Hydration 
2.1.1 Terahertz Measurements 
For this study a reflection geometry THz system is used, 
where the THz signals reflected from the surface of the skin 
are analysed to learn about the interfaces that cause the 
reflections. Following the Fresnel equations, the reflection 
coefficient r12 for s polarized light at an interface can be 
written in terms of the refractive indices of the media 
involved, as shown in equation 1: 
 r12=
?̃?1 cos θi − ?̃?2 cos θt
?̃?1 cos θi + ?̃?2 cos θt
 , (1) 
where ?̃?1 and ?̃?2 are the complex refractive indices of the 
media and 𝜃𝑖  and 𝜃𝑡  are the angles of the incident and 
transmitted waves respectively. In the reflection geometry 
shown in figure 1, with the skin in contact with a quartz 
window to aid alignment, there are two reflections; one from 
the lower surface of the quartz known as the baseline, 𝐸𝑏𝑎𝑠𝑒(𝑡), 
and one from the upper surface. Measurements are taken of 
the sample in contact with the quartz window, 𝐸𝑠𝑎𝑚(𝑡), and 
additionally of the quartz with no sample to act as an air 
reference, 𝐸𝑟𝑒𝑓(𝑡).  To obtain the sample to reference ratio 
𝑀𝑚𝑒𝑎𝑠  from the measured pulses, the baseline must be 
subtracted from the sample and reference measurements using 





 , (2) 
here the Fourier transform is taken so that the data can be 
studied in the frequency domain. The ratio of the sample to 
reference pulses can also be expressed theoretically 𝑀𝑡ℎ𝑒𝑜, as 





?̃?𝑞cos θq − ?̃?𝑠cos θs
?̃?𝑞cos θq + ?̃?𝑠cos θs
×
?̃?𝑞cos θq + ?̃?𝑎cos θa
?̃?𝑞cos θq − ?̃?𝑎cos θa
 . (3) 
Where 𝜃𝑞 is the incident angle of the THz radiation inside the 
quartz and 𝜃𝑠  and 𝜃𝑎  are the transmitted angles of the THz 
radiation inside the sample and in air as marked in figure 1. 
The ratio of the reflected signals is written mathematically 
using the Fresnel coefficients for the quartz-sample and 
quartz-air interfaces, rqs and rqa  respectively. Using equation 
1 these coefficients can be expressed in terms of the refractive 
indices of quartz, air and the sample ?̃?𝑞, ?̃?𝑎  and ?̃?𝑠 . By 
equating 𝑀𝑚𝑒𝑎𝑠  to 𝑀𝑡ℎ𝑒𝑜 and rearranging equation 3, the 
unknown refractive index of the sample, ?̃?𝑠, can be found [18]. 
In addition to considering the frequency dependent 
parameters which can be extracted from the sample, the time 
domain signal can also be studied. The standard processing 
technique for THz reflection spectroscopy is to remove the 
 
 
Figure 1.  A schematic for THz reflection imaging (a) acquiring the sample 
measurement, (b) acquiring the air reference. The baseline reflection from 
the lower surface of the quartz is shown by the dashed blue lines in both 
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effects of the baseline mentioned above. The key equation 
defining the processed signal S is given by equation 4 [12]:  
  S =iFFT[FFT(filter)×𝑀𝑚𝑒𝑎𝑠 ]. (4) 
In this work we used a double Gaussian filter to remove low 
and high frequency noise within the signal, with 0.1 and 
0.6 THz being used as the low and high frequency thresholds 
respectively. The result is a smooth impulse function 
representing the signal reflected from the sample; the 
amplitude of this processed signal can be used to quantify 
changes in the skin. 
The amplitude of the reflected signal depends on the 
contrast between the refractive indices of the quartz window 
and the sample, as it is proportional to the reflection 
coefficient rqs. It can be seen that as the difference between the 
refractive indices of the two layers increases the reflected 
amplitude increases. In previous studies it has been shown that 
for a quartz-sample interface, a decrease in the reflected 
amplitude can be interpreted as an increase in the water 
content of the skin, as more hydrated skin has a higher 
refractive index, closer to that of quartz [17]. This theory can 
be extended further to a wider range of changes that may be 
induced in the skin following treatment with samples such as 
oil.  
The individual samples were measured in the transmission 
unit of the TeraPulse 4000 THz TDS system (TeraView Ltd, 
Cambridge), described in section 3.3. A liquid cell was used 
in which the samples were sandwiched between two pieces of 
quartz each 3mm thick using a 0.1mm spacer. We present the 
results for the samples measured in transmission for the 
frequency range 0.2-0.8 THz to correspond to the usable 
frequency range for the frequency dependent properties of 
skin calculated from measurements obtained using a 
reflection geometry with this system. 
In this study the samples contained common components 
of commercial moisturisers, the ingredients of the samples can 
be seen in Table 1. The extracted refractive indices and 
absorption coefficients of the samples can be seen in figure 2, 
the mathematical technique used is described by McIntyre et 
al. [19]. 
As an example, figure 2 (a) shows the extracted refractive 
index from a single measurement of untreated human skin 
taken in vivo using the standard reflection geometry. The 
refractive indices of the aqueous and WO (Water in Oil) 
samples are larger than that of skin, therefore if these samples 
are present on the skin surface the refractive index will 
increase and will be closer to the refractive index of the quartz 
window (?̃?𝑞𝑢𝑎𝑟𝑡𝑧 = 2.12-0i )  [20], reducing the reflection 
coefficient. However, if the anhydrous sample is applied to the 
skin and remains on the surface the refractive index will 
reduce, this will increase the contrast between skin and the 
quartz window, increasing the reflection coefficient. Using 
these initial measurements, it is possible to make predictions 
about the change in the THz response of skin following 










Water qs100 qs100   
Triolein 30%  99% Emollient, 
occlusive 
Glycerine 10-12% 10-12%  Humectant, 
NMFb 
Phenoxyethanol 0.5% 0.5%  Stabiliser 
Polyglyceryl-3 
Polyricinoleate 
2%   Stabiliser 
Methyl Glucose 
Dioleate 
2%   Emulsifier 
Sphingomonas 
Ferment Extract 




1%  1% Occlusive 
aInternational Nomenclature of Cosmetic Ingredients, bNatural 
Moisturising Factor. 
A list of the compositions of each sample tested in this study, and a 
summary of the expected effects of this ingredient on the skin. 
 
Figure 2. (a) The refractive indices of each sample as measured in a transmission geometry and a refractive index profile for untreated skin measured in 
reflection geometry. Inset: from left to right images of the aqueous, WO and anhydrous samples used in the study. (b) The absorption coefficient of each 
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expected that this response will vary between subjects and will 
depend on how well the sample is absorbed into the skin, as 
well as the initial refractive index of the skin.  
For completeness figure 2 (b) shows the extracted 
absorption coefficients of each of the samples, however there 
are minimal changes observed in the absorption coefficient of 
the skin following the application of the samples. In the model 
of the skin used to extract these properties, the effects of 
scattering are neglected as they are negligible due to the sizes 
of the particles within the samples being sufficiently small 
compared to the wavelengths used in this study. 
2.1.2 Corneometer Measurements 
The capacitance of the surface of the skin is measured using 
a corneometer, which can be used to infer the relative 
hydration.   Tracks of oppositely charged gold plates are 
interleaved on the head of the electrode, resulting in a shallow 
electric field that penetrates into the upper layers of the skin. 
This measurement can be used to infer the dielectric properties 
of the skin surface which are correlated to the hydration [21]. 
The measurements taken by the corneometer are in 
standard corneometer units which give a scaled measurement 
of the capacitance of skin. The range of these values is from 
0, which is calibrated as the response where there is no water 
in the sample, to 120, which is calibrated with pure water [22]. 
It is possible that if an oily sample is used on the skin and 
leaves a residue, the response measured may be smaller than 
expected due to interference caused by the film [23]. 
2.2 The Stratum Corneum 
2.2.1 The Function of the Stratum Corneum 
The primary function of the skin is to form a semi permeable 
protective barrier capable of maintaining the required 
hydration levels inside the body and preventing harmful 
chemicals from entering. This barrier allows water to enter and 
leave the body at a controlled rate, some water will be 
absorbed through washing whilst water can be lost through a 
process called Transepidermal Water Loss (TEWL). If the 
skin barrier is healthy this TEWL is controlled, however if 
there is damage to this barrier the skin can dry out [24]. 
2.2.2 Percutaneous Absorption 
As the SC is semi permeable, substances can enter the body 
via the skin, in a process known as percutaneous absorption. 
Many factors can contribute to the rate of percutaneous 
absorption including skin hydration, skin health, barrier 
function and external factors such as washing or 
exfoliating [25]. Studies have been performed investigating 
links between percutaneous absorption and skin hydration, 
and it has been found that excessive hydration can increase 
absorption as soluble components of the sample can diffuse 
through the SC more easily [26]. However, poor skin barrier 
function, which is often linked to dry skin conditions, can also 
increase absorption rates [27]. One study using normal and 
cosmetically dry skin to test the difference in barrier function 
found that the barrier function of normal skin is 40% higher 
than that of dry skin [28]. This means that naturally dry skin 
is likely to have higher rates of percutaneous absorption than 
initially well hydrated skin; this may influence how these 
different skin types respond to the applied samples.  
2.2.3 Response of the Skin to Different Samples 
Table 1 shows the three samples tested in this study, their 
compositions, and the effects that each ingredient is 
anticipated to have. The three sample types applied in this 
study are: an aqueous sample primarily consisting of water 
and glycerine; an anhydrous sample containing triolein and a 
WO emulsion which is a mixture of both the samples.  
An increase in the presence of water is expected to increase 
the corneometer measurement, but any residue of oil 
components can interfere with this measurement, decreasing 
the measured value of skin capacitance. An increase in skin 
hydration is expected to decrease the THz reflectivity, as the 
refractive index of skin is brought closer to that of quartz. 
However, oil on the surface of the skin will increase the THz 
reflectivity as the difference in the refractive indices will 
increase. 
Figure 3 shows the mechanisms through which each of 
these samples are expected to interact with the skin to increase 
the hydration. The aqueous sample is shown in figure 3(a), and 
the main effect arises from the absorption of water and 
glycerine. Glycerine acts as a humectant meaning that it is able 
 
Figure 3.  The mechanisms of the interactions of (a) the aqueous sample, (b) the anhydrous sample and (c) the WO sample with the skin. The blue and purple 
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to draw water to itself and bind to it [29]. Therefore, this 
aqueous sample draws water into the SC from the sample and 
potentially from deeper layers of the skin which are more 
hydrated. When glycerine is applied to the skin with water it 
can reduce the diffusivity of water, reducing the rate at which 
this absorbed water is lost from the surface of the skin [30]. 
The absorbed water is therefore held in place by the glycerine, 
increasing the hydration of the SC [31]. 
The anhydrous sample acts as an emollient softening the 
skin and also forms an occlusive layer on the surface of the 
skin. The effects of this occlusive layer are demonstrated in 
figure 3(b); the oil on the skin surface forms a water-proof 
barrier which traps water inside the skin allowing the SC 
hydration to increase [32]. It is possible that the formation of 
this occlusive layer on the surface of the skin could interfere 
with the corneometer measurement making it appear that the 
skin hydration has not significantly increased. It is expected 
that on the short timescales being used for this study with just 
one measurement 20 minutes after treatment, the presence of 
oil on the surface of the skin will be visible in the THz 
response of skin as the reflected amplitude will increase.  
The interaction of the WO emulsion is shown in figure 3(c) 
as a two stage dynamic process which is a combination of the 
mechanisms seen in the two other samples. It is understood 
that initially the water component of the sample will be 
absorbed into the skin and some will evaporate from the SC 
(on a timescale of approximately 15 minutes). This will leave 
the oil components behind on the surface of the skin in what 
is known as the lipidisation phase [33]. At the point 20 minutes 
after the treatment when the measurement is performed it is 




20 subjects were studied for the purposes of this 
investigation (9 males, 11 females) of ages ranging from 21-
52. All volunteers gave informed consent to be involved in the 
study. The protocol for this study is summarised by table 2. 
All subjects were measured on the same day to minimise 
variations caused by external factors such as climate. Each 
region of the skin was measured with both techniques before 
treatment with any products, making it possible to normalise 
the observed changes in the treated regions to the initial state 
of the skin and account for any natural variation. Four regions 
were marked on the arms, three on the left arm to be treated 
and one on the right arm to remain untreated acting as the 
control, these regions are shown in figure 4(b).  
After the initial measurements of the skin the regions were 
treated with anhydrous, aqueous and WO samples. The sample 
volume of 0.036 ml was measured using a micropipette and 
applied to each region before being rubbed in by the subject 
whilst wearing a latex glove. This prevented the sample being 
absorbed by the hand used to rub it in. The subjects then 
waited 20 minutes for the samples to be absorbed. Following 
this the four regions were then measured again with both 
techniques.  
3.2 Capacitance Measurements 
Capacitance hydration measurements of the skin were 
taken using a Corneometer CM825 (Courage+Khazaka 
Electronic, Cologne, Germany) [22], shown in figure 4(a). 
The probe was wiped with a dry tissue between each 
measurement to remove any residual sample remaining on the 
skin surface or other skin surface lipids which could interfere 
with the next measurement. 
The measurement with the corneometer is linked to a spring 
based pressure system, which ensures that the probe is applied 
to the skin with the desired pressure of 1 N before the 
measurement is taken [22]. Once the desired pressure has been 
reached the measurement is taken which lasts less than 
one second. 
3.3 Terahertz Measurements 
Point scans of each region were acquired in a reflection 
geometry using THz light generated and detected using a 
TeraPulse 4000 system (TeraView Ltd, Cambridge), shown in 
figure 5(a). This system produces broadband pulses in the 
range from 0.06-5 THz. Due to the high absorption coefficient 
of the water which is a primary component of the skin we are 
only able to use data within the frequency range 0.2-0.8 THz 
to study the skin. The incident angle of the THz beam onto the 
quartz window was 30°.  
Many variables can have an impact on the THz response of 
the skin, including occlusion and pressure. Therefore the 
protocol proposed by Lindley-Hatcher et al. [15] was closely 
followed, and a pressure sensor system was used to enable 
 
 Figure 4.  (a) Corneometer used to take capacitance measurements of the 
skin, (b) regions to be measured marked on the volar forearm. Table 2 lists 




Subject enters the lab 
Acclimatise to controlled environment 
for 20 minutes, T = 23OC 
Mark four 3cm x 3cm regions on the 
volar forearms 
Measure the regions with the 
corneometer and the THz system  
Apply 0.036ml of a sample to the 
corresponding region 
Wait 20 minutes for sample to be 
absorbed 
Repeat measurements with both 
techniques 
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repeatability. The pressure sensor allows the subject to 
observe whether the pressure applied is in the correct range of 
1.6-2 N cm-2 and make real time adjustments. This pressure 
range is chosen so as to be low enough that all subjects are 
comfortable in maintaining the pressure for the duration of the 
measurements, whilst high enough to ensure that there is no 
air gap between the skin and the quartz window [13]. The 
information from the pressure sensor is exported along with 
the THz data: this makes it possible to exclude data points 
recorded at the incorrect pressure.  
To study the dynamic response of skin, 200 measurements 
were recorded in 33 seconds with an acquisition rate of 30 Hz 
and five waveforms were averaged to complete a single 
measurement. For the duration of the measurement the skin is 
occluded by the quartz window which causes the hydration 
profile of the skin to change, as illustrated by figure 5(b). The 
rapid sampling rate chosen makes it possible to not only 
observe the initial state of the skin at the start of occlusion but 
also observe the changes in the skin as a function of time as 
water builds up in the SC. This occlusion response can be 
observed in parameters such as the amplitude of the reflected 
THz signal, marked as P in figure 5(b). 
The decrease in the reflected signal as a function of time 
can be seen in figure 6, the first five seconds show the very 
high reflected values before the arm is placed on the window. 
The output from the pressure sensor is used to find the start of 
stable occlusion of the skin: this is the point at which the red 
dashed line fitting to the results begins. To account for the 
effects of occlusion when comparing results for different 
measurements, the reflected amplitude must be analysed at the 
same time into the occlusion process. 
The quality of the contact between the skin and the imaging 
window can often vary throughout the 33 seconds of the 
measurement leading to occasional fluctuations in the 
occlusion trend. However, in order to meaningfully compare 
results at the same time into the occlusion process the data 
must be extrapolated to remove the effects of these 
fluctuations. To enable this, we fitted a biexponential function 
to the occlusion curve data (excluding outliers more than one 
standard deviation away from the original fit), as shown in 
figure 6 by the red dashed line [12]. The outliers which are 
excluded from the fitting are shown by grey circles. This 
makes it possible to extract a value for the THz measurement 
at a fixed time into the occlusion process without the potential 
for sampling at an anomaly, this is shown in the figure by the 
blue circle.  
3.4 Data Processing 
In addition to variables which may affect measurements of 
the skin if not carefully controlled, it is possible that the state 
of the skin will vary between measurements due to natural 
changes caused by eating, drinking or the time of day. It is not 
possible to prevent the skin changing in this way, instead 
processing techniques must be used to account for the effects. 
A variable called the normalised relative change (NRC) was 
defined in our previous work [15] and is stated in equation 5, 
 NRC(%)= 
(XTt − XT0) − (XNt − XN0)
XT0 + (XNt − XN0)
× 100 , (5) 
where XTt is the measured parameter at time t following 
treatment with a sample and XT0 is the measured parameter of 
that same region of skin at t=0, before the skin was treated. 
XNt and XN0 are these same parameters for the region that was 
not treated; the difference between these two parameters acts 
as a representation of the natural variation of the skin between 
the measurements and is subtracted from the measured change 
in the treated region.  
This approach to processing the measured responses can be 
applied to the results from both techniques used in this study, 
making it possible to compare the trends seen in response to 
the three different samples. By taking an average of the NRCs 
observed in each individual following treatment with a 
specific sample, an overall representation of the responses 
observed can be found. In this case, the standard deviation of 
 
Figure 6.  Processing the THz signal to remove fluctuations throughout the 
measurement caused by the subject moving or changing the contact 
pressure. Time dependent data was fit with a biexponential (red dashed line) 
and sampled 12 seconds into the occlusion process (blue circle). 
Measurements more than one standard deviation away from the fit (grey 





Figure 5.  (a) The experimental setup to take in vivo measurements of the skin 
using THz radiation in a reflection geometry, combined with pressure sensors 
and indicator lights to improve repeatability of the measurements. (b) The 
effects of occlusion caused by the quartz window on the skin, water builds up 
in the stratum corneum and the amplitude of the measured THz pulse 
decreases due to an increased water content. P marks the peak-to-peak 

















THz in THz out
P 0→30s
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the NRC across all subjects gives an indication of the range of 
the measured responses of subjects to a sample.  
As the data from this study vary due to the changes in the 
initial state of skin and the way different subjects’ skin will 
respond to the samples, a statistical test is required to see if the 
changes observed in the skin following treatment are 
statistically significant. First the data sets were checked using 
the Shapiro-Wilk test to confirm that the data can be modelled 
using a normal distribution which is a requirement for the 
further statistical tests to be valid [34]. Then the one-way 
ANOVA (Analysis of Variance) test is used with a 5% 
threshold to test whether the distributions of NRC responses to 
each sample are significantly different to one another. The 
Tukey-Kramer test is used to interpret the results of the 
ANOVA test and to ensure that the 5% significance threshold 
is maintained. 
4. Results 
4.1 Individual Trends 
The NRC for each individual 20 minutes after treatment 
with the samples, measured with both devices, is shown in 
figure 7. The dotted grey line marks the defined zero NRC 
point as a guide to the eye and the dashed coloured line is the 
average NRC for all the subjects for that treatment and device.  
The clearest and most consistent change induced in the skin 
visible with both techniques is that following treatment with 
the aqueous sample shown in green. In the majority of 
subjects, the THz response decreases and corneometer 
response increases, both indicate an increase in the water 
content of skin.  
The anhydrous and WO samples lead to a wider range of 
responses from the subjects in comparison, which can be seen 
from the distribution of the points about the coloured average 
line. The anhydrous response observed is a marginally 
positive NRC for both devices, but for THz there is a large 
variation as some subjects have a positive and others a 
negative NRC following treatment.  
Treatment with the WO sample leads to an increase in the 
measured capacitance on a comparable level to the aqueous 
sample, although the distribution of the points about the 
average is much larger. The THz responses show a negative 
NRC following treatment with the WO sample, but again the 
distribution of the points is much larger compared to the 
aqueous sample with a range of positive and negative values, 
suggesting that subjects’ skin responded in a range of ways to 
the oil-based samples but more consistently to the aqueous 
one. 
4.2 Overall Results 
A summary of the results is presented in figure 8 using box 
plots for the average percentage change in the THz and 
capacitance responses of skin. The centre lines through the 
boxes mark the median response for all subjects, with the 
horizontal edges of the boxes marking the 25th and 75th 
percentiles indicating the width of the distribution of 
responses. The whiskers on the box plots mark the upper and 
lower limits of the measurements and any outliers are shown 
by black crosses. Here the trends inferred from figure 7 are 
 
Figure 8. Box plots of the percentage change measured in (a) the reflected THz amplitude and (b) the capacitance for the three volar forearm regions following 
treatments with anhydrous, aqueous and WO samples and the change measured in the untreated control region. The top and bottom of the boxes indicate the 







Figure 7.  The normalised relative change measured in the THz amplitude 
and capacitance following treatment with each of the three samples. Each 
marker represents the individual response of a single subject, the coloured 
dashed line is the average response of the subjects to that sample and the 
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clearer. For both techniques the distribution of the responses 
to the aqueous sample is the smallest, while there is a wider 
range of responses from the samples containing oil 
components. For some samples the average response is close 
to zero however, this is not because the most common 
response is no change following treatment with the sample; 
there are a range of responses to treatment with positive and 
negative values.  
By studying the percentage change in this figure rather than 
NRC it is possible to also observe the change in the untreated 
region between the two measurements, giving an insight into 
the repeatability of the technique. Whilst we anticipate that 
there may be some natural variation in the untreated skin 
between measurements, these changes should be small 
compared to the changes induced by the treatments. For a 
technique with high repeatability between measurements we 
expect a percentage difference close to zero for the control 
region for the majority of subjects. 
The THz responses shown in figure 8(a) follow what can 
be predicted using the optical properties of the samples 
relative to those of untreated skin, with the anhydrous sample 
increasing the reflected signal, the aqueous sample reducing it 
and the WO emulsion doing likewise but to a lesser extent. 
The large variation in responses particularly to the anhydrous 
sample could be explained by changes in the rate of absorption 
of the oily residue by different subjects’ skin. The change in 
control region overlaps with the zero change line and has a 
much smaller range than the changes seen in response to the 
treatments. This confirms that the wide range of observed 
responses is caused by different skin responses to the samples, 
not a lack of repeatability in the THz measurements of the 
skin, this verifies the success of our robust protocol for in vivo 
THz measurements of the skin. 
The capacitance measurements of the responses to the 
treatments shown in figure 8(b) show a positive average 
percentage change for all three samples, with very similar 
responses for the aqueous and WO samples, suggesting that 
the corneometer is not able to distinguish between samples of 
these types. The measured increase in hydration induced by 
the anhydrous sample is smaller than from the other two 
samples, it is possible that this could be caused by the oil on 
the surface of the skin interfering with the capacitance 
measurement. The capacitance measurements of the control 
region are close to zero and have a smaller range than the other 
samples, however this distinction is less obvious than in the 
THz measurements in figure 8(a), meaning that the THz 
measurements have the potential to be more repeatable than 
those taken with the corneometer. 
With both devices it is possible to observe variation 
between subjects for each sample, as different skin types may 
react in a range of ways to the samples. This will be 
investigated further in section 4.5, where we discuss the 
significance of the initial hydration state of the skin in 
determining the skin’s response. 
4.3 Statistical Tests 
The results of the ANOVA statistical testing are shown in 
figure 9, where the location of the dots mark the estimated 
mean of the distribution of responses to that treatment and the 
shaded error bars show the upper and lower confidence limits 
at a 95% level. Where these comparison intervals overlap, the 
two responses cannot be described as significantly different 
from one another, these results were obtained using the Tukey-
Kramer test on the output of a one-way ANOVA test. This 
approach makes it possible to statistically compare the 
responses to treatments with all three samples measured with 
a certain technique to one another simultaneously. 
The NRC of the THz responses in regions treated with the 
anhydrous and aqueous samples shown on the left of the figure 
by the red and green regions respectively, are found to be 
significantly different to one another. The THz response of 
skin to the WO sample was observed to be overlapping with 
the aqueous and anhydrous samples, which is unsurprising as 
the WO sample is a combination of the key components of the 
aqueous and anhydrous samples.   
The responses measured by studying the capacitance of 
skin are quite different to the THz responses of skin, the WO 
and aqueous measurements are both significantly different to 
the response of the region treated with the anhydrous sample. 
However, the WO and aqueous regions overlap almost 
entirely suggesting that there is very little difference between 
the capacitance measurements for these two types of samples. 
The corneometer is primarily sensitive to changes in water 
content but less so to other changes in the skin, it appears that 
the aqueous and WO samples increase the water content by 
 
Figure 9. Results of performing the one-way analysis of variance test, 
showing the estimated mean of the distribution, the shaded error bars are the 
result of the Tukey-Kramer test, overlapping bars suggest that the changes 
observed are not statistically different. The left y axis corresponds to the 
normalised relative change in the amplitude of the reflected THz signal and 
the right y axis to the capacitance normalised relative change. 
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similar amounts but no more can be learnt about the 
interaction of these samples with the skin.  
4.4 Correlation Testing 
Figure 10 shows the THz amplitude measured in the four 
regions of untreated skin measured at the start of the study 
plotted against the capacitance measurements of the same 
regions. One subject was excluded from this study as it is 
thought that hair on the arms of the subject prevented good 
contact with the imaging window for the THz measurements. 
The correlation coefficient of the relationship between the 
THz amplitude and the capacitance is r = -0.66, this trend is 
negative as an increase in hydration is indicated by a decrease 
in the THz amplitude and an increase in capacitance.  
4.5 Effect of Initial Hydration of Skin on the Responses 
to the Samples 
The measurements of the skin taken before treatment can 
be used to characterise the skin regions as dry or well 
hydrated. This initial state can influence the response of the 
region to the different treatments, to demonstrate this four 
subjects were chosen from each category as shown in table 3. 
Well hydrated skin was defined as having a capacitance value 
of over 36 and a reflected THz amplitude below 5.3×10-3 and 
the excluded region defines dry skin. 
Figure 11 shows the NRC in the measured THz and 
capacitance responses of skin following treatment with each 
of the samples for the groups of subjects with initially dry or 
well hydrated skin, where the error bars are the standard 
deviation within each group.  
In figure 11(a) the difference in the THz responses between 
the two groups is particularly clear for the oil-based samples. 
The increase in the THz response following treatment with 
oil-based samples in the well hydrated skin group could be 
caused by slow absorption of oil into the skin, meaning that an 
oily residue remains on the surface when the follow up 
measurements are taken 20 minutes later. The presence of oil 
on the surface of the skin is expected to increase the amplitude 
of the reflected THz pulse due to the increased difference 
between the refractive index of oil and the quartz window. 
However, for subjects with initially dry skin it is expected that 
their skin will quickly absorb the sample removing any oil 
from the surface, so the increase in the water content can be 
observed as a decreased THz amplitude. This difference in 
absorption rate can also explain the larger decrease in the THz 
amplitude in the dry skin group following treatment with the 
aqueous sample. It is possible that the aqueous sample will be 
TABLE 3 











34.1 5.33 36.3 5.29 
22.2 5.80 39.0 4.93 
35.1 6.01 52.6 4.63 
28.1 5.66 42.1 4.90 
The initial hydration states of the eight subjects categorised as 
having dry or well hydrated skin before the study. 
*Factor of 10-3 removed from values 
 
Figure. 11. The normalised relative change following treatment with each of the samples measured with (a) the THz amplitude and (b) capacitance. The data 
is separated into the responses of subjects with initially dry and initially well hydrated skin shown by the blue and red bars respectively, with four subjects in 









Figure 10. A demonstration of the correlation between the THz amplitude and 
capacitance measurements of untreated skin. The red line shows the line of 
best fit, correlation coefficient of r = -0.66. 
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absorbed more rapidly by dry skin, meaning that a larger 
amount of water will be gained by the dry skin than the 
initially well hydrated skin, which may be slow to absorb the 
water allowing more of it to escape into the environment.   
In comparison to the THz responses there is little difference 
in the capacitance measurements of dry and well hydrated skin 
responses to treatment with anhydrous and aqueous samples. 
There is however a difference in the responses to the WO 
sample; the initially dry skin shows a larger increase in 
capacitance than the well hydrated skin. It is suspected that the 
well hydrated skin may have some oil residue remaining on 
the skin surface at the time of measurement which could 
interfere with the capacitance measurement, reducing the 
perceived hydration of the skin. Whereas, the dry skin is less 
likely to have this oil on the skin surface, so the large increase 
in skin hydration can be seen in the capacitance measurement.  
These results suggest that the initial hydration state of the 
skin can have a large effect on the way in which the skin 
responds to different samples and the time scale on which 
these changes occur. From the results shown in figure 11, it 
appears that measurements of the skin taken using THz 
imaging are more sensitive to these differences caused by the 
initial state and make it possible to infer more about the 
mechanisms of the interactions of the samples with the skin. 
4.6 Frequency Dependent Properties of the Skin 
Finally, we present an example of the extracted refractive 
index and absorption coefficient for the skin following each of 
the treatment options in figure 12. This figure shows the 
changes in the frequency dependent properties for a single 
subject acquired 20 seconds into the occlusion process, the 
results from five consecutive repeat scans were averaged to 
give the measured results and the error bars are the standard 
deviation. It can be seen that the application of the samples has 
a more significant effect on the refractive index than the 
absorption coefficient. As with the time domain variable 
studied for the rest of this paper there is significant variation 
in the way different subjects’ skin responds to the samples so 
it is not meaningful to average these spectra to present the 
results for multiple subjects.   
The technique for extracting these properties was explained 
in section 2.1.1, it is important to note that this approach 
assumes that the skin is a single homogeneous layer. This 
assumption may not be accurate after applying the products to 
the skin, but it gives an indication of the macroscopic changes 
occurring. Our future work will explore how to better model 
this more complex system. 
5. Discussion 
The effects of each sample can be discerned through the 
observations made in this study. Firstly, the aqueous sample 
had the most significant effect on the skin when measured with 
both devices. The corneometer observed an increase in the 
response from the skin as expected, due to its calibration using 
water to define the upper limit of possible responses. The THz 
reflection measurements showed a significant decrease 
following treatment with the aqueous sample, this observation 
has been seen in several other studies using treatments which 
increase the skin hydration, so was an expected result. 
The effects of the anhydrous sample on the skin were more 
varied across the different subjects, it can be seen that the 
response could depend on the initial hydration state of the 
subject’s skin. The capacitance measurements of the skin 
showed a slight increase following treatment with the 
anhydrous sample, indicating that the water levels had 
improved, but not as significantly as with the two other 
samples. This increase of water in the skin was caused by an 
occlusive layer trapping water inside the surface, but it is 
possible that the hydration increased more than this and the 
oily residue interfered with the measurement. The THz 
measurements showed an average increase in the reflected 
signal, caused by the presence of oil in the upper layers of the 
skin, though some subjects showed a decrease possibly 
because their skin has fully absorbed the oil so the resulting 
increase in hydration could be observed.  
 
Figure 12. An example of (a) the refractive index and (b) the absorption coefficient of the skin following each of the treatment options for a single subject. 
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The treatment of the skin with the WO emulsion induced a 
range of responses across the subjects, which could also be 
associated with the initial hydration state of the skin. The WO 
sample is thought to most closely replicate the majority of 
commercial products with a mixture of both oil and water 
phases present. The THz measurements of the WO sample are 
not significantly different from the anhydrous and aqueous 
samples but lie between the two, which could be expected as 
the WO sample is some combination of the two. Whereas, the 
capacitance measurement of the WO sample on the skin is 
nearly identical to the response from the aqueous sample. This 
shows the difference in the way the measurements work, 
suggesting that both the WO and aqueous samples increase the 
water content of the skin by approximately the same amount. 
It is possible to infer that the corneometer is an effective 
technique for evaluating skin hydration, while THz imaging 
can also be sensitive to the effects induced in the skin by a 
range of sample types. THz measurements were also more 
sensitive to the different responses to the samples observed by 
the hydrated and dry skin categories and was able to identify 
whether the oil had been completely absorbed. However, 
another technique to assess the surface lipids is needed to 
verify this hypothesis. 
The correlation testing part of the study was carried out on 
untreated skin so that the presence of the samples on the skin 
did not influence the observations. The results show that there 
is moderate correlation between the techniques with 
r=-0.66 [35]. Neither of the techniques measure the skin 
hydration directly but measure capacitance and THz 
reflectivity. Capacitance measurements of the skin are known 
to be affected by more than just skin hydration, so we would 
not predict perfect correlation between the two devices. The 
fact that there is moderate correlation with the current gold 
standard for measuring skin hydration suggests THz sensing 
has great potential for studying skin in vivo.  
6. Conclusion 
This study presents the first known comparison of in vivo 
measurements of human skin taken using THz TDS with the 
gold standard for skin hydration assessment, the corneometer 
which has known limitations. The measurements were taken 
of untreated skin as well as skin treated with three samples; 
aqueous, anhydrous and a WO emulsion. The corneometer is 
very sensitive to water content and shows the greatest changes, 
it can be most useful in studies where different levels of water 
are applied, however it is not able to distinguish between the 
WO and aqueous samples. The THz measurements compare 
well with this commercial technique, and the results are very 
positive for a relatively new technique. Some of the changes 
observed in the THz response were subtle and ways to enhance 
the contrast of these measurements should be sought. 
However, THz measurements came closer to distinguishing 
the responses of the three samples and shows a strong 
sensitivity to the properties of the skin surface beyond 
hydration effects, as well as an ability to identify the different 
responses of dry and hydrated skin to the samples. 
Additionally, the study of the correlation between the 
techniques assists in the validation of THz in vivo imaging as 
a means of highly quantitative skin hydration assessment. It is 
hoped that with the expansion of this work through further 
modelling THz imaging could develop into a useful technique 
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